Inflatable penile prosthesis cylinder failure after internal urethrotomy.
Transurethral direct vision internal urethrotomy can be performed safely in the presence of an inflatable penile prosthesis with several caveats. A case of prosthesis cylinder rupture by urethrotome is reviewed.